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Introduction
Radiofrequency (RF) catheter ablation is an accepted therapeutic approach for treating various types of cardiac arrhythmias such as supraventicular tachycardia, the Wolff-Parkinson-White Syndrome, atrial flutter, atrial fibrillation, and ventricular tachycardia. [1] [2] [3] Recently, a cardiac ablation system, consisting of a multielectrode ablation catheter driven by a phased, temperaturecontrolled, duty-cycled RF generator, has been developed. Initial reports using this system for pulmonary vein isolation during treatment of paroxysmal AF suggest significant reduction in both procedure and fluoroscopy times. 4 A number of pioneering publications on the computational modeling of RF energy application have become available in the past 15 years and an excellent comprehensive review has recently appeared. 5 Computational modeling enables the study and optimization of design variables, such as electrode material/size/spacing/shape, and ablation parameters (energy delivery mode, target temperature, ablation duration, power control, power limit, etc.). In vivo and in vitro experimentation require physical prototypes to be built, and can be costly and time-consuming, sometimes resulting in irreproducible or inconclusive findings. In this article, we improve on established simulation methods to model-phased RF ablation with a unique cardiac ablation system, and validate the model using data collected from controlled in vitro ablation. The resulting model can be used in future work for design optimization and can be modified to model a variety of clinical conditions for further assessment of the performance of the ablation system.
Materials and Methods RF Generator and Multi Array Ablation Catheter
The GENius TM Multi-Channel RF Ablation Generator (Medtronic Ablation Frontiers, Carlsbad, CA, USA) is a temperature-controlled, power-limited, multiphase system to deliver RF energy to multielectrode ablation catheters. Power output to each electrode is regulated to achieve and maintain an operator-defined target C 2010, The Authors. Journal compilation C 2010 Wiley Periodicals, Inc.
PACE, Vol. 33 temperature at the electrode-tissue interface (max power ranging from 6 to 10 W per electrode depending on energy mode). Through a combination of phasing and duty-cycling, the GENius RF Generator offers a selection of five operational modes, which control the ratio of bipolar-to-unipolar energy to be delivered: unipolar only, 1:1, 2:1, 4:1, or bipolar only. For example, the 4:1 energy mode indicates that 80% of the energy delivered is bipolar and the remaining 20% is unipolar. Clinically, 1:1 and 4:1 energy modes are the most widely used.
The Multi Array Ablation Catheter (MAAC TM , Medtronic Ablation Frontiers) is composed of eight finned platinum electrodes capable of mapping and ablating in conjunction with the GENius RF Generator. Each 2-mm-long electrode is cylindrical at the tissue interface and with fins to increase convective cooling from blood flow, placating the need for active irrigation. The elec- trodes are affixed to an anatomically designed, Xshaped, collapsible nitinol frame (see Fig. 1A ), intended to provide optimal contact across all electrodes, allowing for large area mapping and ablation of complex fractionated atrial electrograms. Each arm of the X-frame supports a pair of electrodes; with four pairs in total, each ablation is capable of creating up to four lesions. Each electrode has a thermocouple located directly at electrodetissue interface for accurate independent temperature control. In clinical usage, recommended settings are 60
• C target temperature and 60-second duration.
Experimental Methods
An in vitro ablation experimental setup, previously described, 6 was modified for this study to provide data for development and validation of the computational model. Briefly, a circulation system was set up to carry out in vitro ablation on bovine myocardium. A 16-L saline bath is attached to a precision inline heater (Infinity, Norwich, CT, USA), which maintained 0.5% saline at 37 ± 1
• C. The 0.5% saline was delivered via a tube with an inner diameter (ID) of 12.7 mm attached to a swivel nozzle with 20 circular orifices with an ID of 1.85 mm to simulate local blood flow. The flow rate was adjusted to 1.8 L/min or 4.0 L/min using a flow meter (Cole Parmer, Vernon Hills, IL, USA). A force gauge (Imada, Northbrook, IL, USA) was mounted onto the x-y-z metric axis movement (Edmund Optics, Barrington, NJ, USA) to allow precise positioning of the catheter and consistent electrode-tissue contact.
Tissue specimens were obtained from fresh bovine hearts (Tip Top Meats, Carlsbad, CA, USA). A block of myocardial tissue (approximately 32 × 45 × 15 mm) was placed in an acrylic chamber with a ground plate. Tissue temperatures were recorded by T-type thermocouples (0.064-mm diameter with Teflon; time constant of 0.1 second; measurement accuracy of ±0.1
• C; Physitemp, Clifton, NJ, USA). The thermocouples were placed at depths of 2 mm and 4 mm, in the following locations: underneath electrode 2, between electrodes 1 and 2, and under the mid array (see Fig. 1B ). Ablations were conducted with a target temperature of 60
• C for a 60-second duration at each energy mode (unipolar, 1:1, 2:1, 4:1, bipolar). At the conclusion of ablation, the blocks were dissected. Lesions were visually delineated as areas of marked tissue discoloration and measured from the surface of the tissue to the deepest point of the lesion using a metric scale under 10× magnification.
Bioheat Equation
As the experiments are performed in vitro, the bioheat equation may be simplified by neglecting metabolic heat generation and the heat exchange between tissue and blood (the perfusion effect). It is solved together with the Laplace equation for the rate of heat generation due to the resistive current
where T is the temperature,Ṫ = ∂ T ∂t is the rate of change in temperature, k is the thermal conductivity, c pV is the specific heat per unit volume, E = −∇φ is the electric field intensity expressed through the electric potential φ, and σ (T) is the electrical conductivity as a function of temperature. In the present model, the material parameters k and c pV are independent of the temperature, but if and when the temperature dependence becomes available for the materials at hand, the model will accommodate it. The two balance equations are coupled by the resistive heating term and the dependence of the electrical conductivity on the temperature, σ (T). The quasi-stationary electrical equation is adequate for the RF of 500 kHz as the electrical impedance of tissue is mostly resistive at these frequencies.
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Geometry
The computational domain geometry was adopted in the form of a cylindrical subset of 16-mm radius of the rectangular tissue sample to reduce the computational effort. Two symmetry planes separating electrodes 1 and 2 from the rest have been adopted to further reduce the computational domain size. Thus the computational domain is the top quadrant in Figure 2A , shown as the computational mesh in Figure 2B . Note that the electrodes are pressed into the tissue by a small amount of force (corresponding to weight on the catheter of about 30 g), which means that as a reasonable first approximation we can consider the electrodes to be in the contact with the tissue through the bottom half of their entire circumference. Deformation of the tissue due to catheter placement is neglected. The electrical contact between the electrode and the tissue is assumed to be perfect, with no resistance to current flow passing from the ablation electrode to the tissue.
Thermal Boundary and Initial Conditions
The sample is immersed in a saline bath maintained at 37
• C, which is taken as the initial temperature condition. The zero heat flux boundary condition was applied on the symmetry planes. On the bottom surface and on the side surfaces of the tissue block an artificial Newton's surface heat transfer term was applied as
where q n is the normal heat flux, T is the surface temperature, T b is the temperature of the bath, and h a is the artificial heat transfer coefficient whose value is chosen to approximate the heat flux from the sample into the surrounding environment, presumed to be at a constant temperature T b . The numerical value was adopted, for numerical stability but otherwise arbitrarily, as h a = 5500 W/(m 2 · K)-varying this parameter by an order of magnitude affects the temperature at the sensors no more than 0.01
• C. On the top surface of the tissue block and the electrode surface (including the fin), exposed to the saline bath, a convective surface heat transfer term was applied to comprehensively account for the complex heat exchange between the sample and the flowing saline bath. This coefficient was PACE, Vol. 33 LAU, ET AL. estimated from an ad hoc experiment described in the Appendix as h b = 2713 W/(m 2 · K) and the numerical value agrees with analogous parameter values reported in the literature.
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Temperature Control and Electrical Boundary Conditions
Electrode temperature is measured by a thermocouple welded to the center of the electrode at the electrode-tissue interface. Power delivery to each electrode is controlled separately to achieve and maintain 60
• C at each electrode during the ablation event. The control algorithm used in the generator hardware applies a fixed voltage waveform at near 500 kHz (phased depending on the selected energy mode) in duty cycles of only a few milliseconds, modulating the length of the "on" portion of the duty cycle to control power output. Replicating the hardware control exactly in the simulation would lead to significant associated computational cost and for this reason only an approximation to this control was implemented. In the simulation, unipolar and bipolar are assumed to each produce its own independent quasi-static potential field, with power output modulated by varying the voltage amplitude. The electrical problem is consequently solved twice in each time step, and the specific absorption rates are then mixed together in appropriate ratios for each of the five modes.
RF Generation of Heat
In unipolar energy delivery, for simplicity, the voltage of the dispersive electrode is fixed at a zero voltage, and the electrodes each have their own proportional-integral (PI) controller to apply the necessary voltage. The boundary condition prescribes the electric potential on the surface of the electrodes and on the bottom of the sample (the dispersive electrode). All other surfaces are associated with zero electric flux boundary condition. The parameters of the PI controllers of the two electrodes were taken as K p = 2.5 V/K, K i = 0.0766 V/(K · s), calibrated to approximate temperatures recorded at the electrodes for unipolar operation.
In bipolar energy delivery, the two electrodes of an electrode pair share a single PI controller to apply a voltage to electrode 1 and an opposite voltage to electrode 2. The hardware controller drives the electrodes so that the electrodes 1, 4, 6, and 7 are out of phase with electrodes 2, 3, 5, and 8. Consequently, plane 2 is a plane of asymmetry for the electrical problem (see Fig. 2A ). The boundary condition prescribes the electric potential on the surface of the electrodes, zero electric flux through plane 1, and zero potential on plane 2. All other surfaces are associated with zero electric flux boundary condition. The parameters of the PI controller of the pair of active electrodes were taken as
calibrated to approximate temperatures recorded at the electrodes for bipolar operation.
For the mixed-modes 1:1, 2:1, and 4:1 (bipolar-to-unipolar) energy modes, the electrical problem is solved twice in each time step, once for unipolar mode and once for bipolar mode. The electric field for each mode of heat generation is used to calculate the thermal load due to resistive heating, and the thermal loads are then mixed together in appropriate ratios. Figure 2B shows the isometric view of the 3,152 hexahedral cells that make up the computational domain. The mesh size is strongly graded from the largest elements (∼5 mm) to the active electrodes (∼0.3 mm) in order to capture the sharp gradients in both the electric and temperature fields. The same mesh is used for both the thermal and the electrical problem. The material properties used are given in Table I .
Space Discretization
Each cell may be converted to either a quadratic (27-node) or a cubic (64-node) Lagrangean finite element. The difference between the results computed once with the quadratic discretization and once with the cubic discretization allows us to estimate the discretization error. The quadratic approximation leads to a total of approximately 55,000 coupled equations in the thermal-electrical computation; the cubic approximation results in a total of almost 180,000 coupled equations. The results obtained with the quadratic and the cubic discretization was a fraction of a *In reality, the wires are electrically insulated, but in our study we achieve the same effect by artificially reducing the electrical conductivity of the nitinol wire to a very low value to avoid short-circuiting the wire to the electrodes.
degree Celsius; from this we conclude that the quadratic discretization was adequately accurate in space.
Time Discretization
The resulting ordinary differential equations that result from spatial discretization are CṪ + KT = L(f (T)), and A(T)f = b(t) (3) where T andṪ are vectors of nodal temperatures and rates of temperatures, C and K are the thermal capacity and conductivity matrix, L(f (T)) is the thermal load, which incorporates the effect of the boundary conditions and the resistive heating as indicated by the vector of temperaturedependent nodal electric voltages f (T). A(T) is the temperature-dependent electrical conductivity matrix, and b(t) is the vector of time-dependent electrical loads. The coupled system is integrated in time using an adaptive implicit Euler method. The update formula from time t 0 to time t 1 results in a system of nonlinear algebraic equations for
), and
which is solved with fixed-point iteration to tolerance of 0.002 • C as the maximum change in temperature between successive iterations. At difference with prior treatments, the time step is adjusted adaptively without user intervention using the formula PACE, Vol. 33
, where
Here t 1 and t 0 are the desired and the current time step, tol is a user-defined temperature tolerance (taken as 0.5 • C here). Further, e p is the predicted temperature error, which is an approximation of the second-order term of the Taylor series for the temperature. T 1 , T 0 , T −1 are the vectors of nodal temperatures at the end and at the beginning of the current and previous time steps.
Implementation
All computations have been implemented and performed using MATLAB (MathWorks, Natick, MA, USA) with the finite element toolkit SOFEA. 12 This allowed us to incorporate all computations in an integrated framework that executes without user intervention.
Model Accuracy Evaluation
To quantify the accuracy of the model, the predicted temperature from six locations in the heart tissue were compared to experiment results using the three indicators presented by Jain and Wolf: (a) the mean temperature error
where t is ablation duration (60s), T e is experimental temperature measurement ( • C), and T m is model temperature prediction (
• C); (b) the rms difference
where T ei is experimental temperature measurement at time i (
, n is the number of time steps, and T e60 is experimental temperature at 60 seconds (
• C); and (c) the correlation coefficient r.
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Results
Simulation and in vitro results were obtained at each location for each of the five energy delivery modes. For brevity, we only report tissue temperature results for the bipolar-to-unipolar modes used most widely in the clinical setting, 1:1 and 4:1. Figure 3 compares the measured in vitro tissue temperature to the computed temperatures over the duration of the 60 second ablation and the following 60 seconds after ablation for the (a) 1:1 energy mode and (b) 4:1 energy mode. Table II shows the model accuracy indicators, calculated for each location and each energy mode. Overall the model predicted tissue temperature very closely-the average values for mean error, root mean square difference, and correlation coefficient were 1.9
• C, 13.3%, and 0.97, respectively. Figure 4 depicts representative lesions for the (a) 1:1 and (b) 4:1 energy modes. Figure 5 compares the in vitro lesion measurements with the maximum depth attained by computational results according to: (a) the T Max ≥ 60
• C boundary surface (tissue temperature reaching at least 60
• C), 13 (b) the T Max ≥ 50
• C boundary surface (tissue temperature reaching at least 50
• C), 14 (c) the "cumulative equivalent minutes at 43
• C" criterion (we assume CEM43 = 128 minutes to be representative of values considered for cardiac tissue 15 ), and (d) the Arrhenius chemical reaction rate relationship ( = 1 represents irreversible damage), 16 where the parameters are those reported in the open literature for swine and human skin. 8 The predicted T Max ≥ 60
• C boundary closely agrees with the in vitro lesion measurement of tissue discoloration (as seen in Fig. 5A ), while the T Max ≥ 50
• C agrees with the other methods of predicting tissue viability (as seen in Fig. 5B-D) . All computational predictions as well as the in vitro data show that as the percentage of unipolar power decreases, lesion depth decreases. The temperature distribution is illustrated in Figure 6 , which shows isothermal surfaces for selected time intervals of RF heating for the (a) 1:1 energy mode and (b) 4:1 energy mode. Note that only half of the computational domain is shown to expose the interior of the domain. The shape and symmetry of the temperature profiles at 60 seconds qualitatively agree with the resulting in vitro lesions.
Discussion
The improvements made over previous simulation methods are incremental but nonetheless important. The most notable contributions are the integration of the device controller into simulation time steps, the control of simulation accuracy by varying high-order finite elements in space and adaptively in time, and the model for mixed power delivery for the several operating modes of the catheter. The results illustrate that the finite element model accurately reproduces the temperature distribution in the tissues as measured from in vitro experiments. In all cases, the computational model predicted tissue temperature well, though it was slightly more accurate at predicting temperatures for the mixed modes (1:1, 2:1, and 4:1 energy modes), which include the two most widely used energy modes clinically, 1:1 and 4:1.
In Figure 3 , the predicted temperature at the mid-array location (mid-d2) slightly underestimates the in vitro temperature results. We conjecture that this is due to error in the in vitro measurement, caused by conduction of heat from adjacent electrode pairs along the thermocouple wire leads toward the thermocouple gauge tip. There is also slight over-prediction of the tissue temperatures toward the end of the heating phase. Both the unipolar and the bipolar PI controller display slight temperature overshoot, which is not observed with the hardware controller. The difference is likely due to the continuous function of the controllers in the computational model, as opposed to the duty cycle of the hardware controller. The mismatch may also be partially due to the material properties being assumed independent of the temperature. Another limitation of the model is in the implementation of the power delivery. The model assumes independent unipolar and bipolar fields, which combine to create the thermal effect of the mixed modes. However, in LAU, ET AL. reality, the hardware delivers power through a combination of phasing and mixing duty-cycles to achieve the mixed modes. Despite these minor discrepancies and limitations, the computational model accurately predicts the temperature profile in the tissue as a function of time during ablations for the various energy modes.
Experimental data from in vivo ablations were not suitable for model comparison due to the wide variation in data as a result of limited sample size and the uncontrolled conditions of the in vivo environment. In addition, previous work has shown that the perfusion effect is negligible 17 and established in vitro experiments as a suitable proxy. 6 The large standard deviation in the measured in vitro tissue temperature is likely due to limitations of the experimental setup and variations between tissue samples. Tissue temperature data are measured from T-type thermocouples inserted into the tissue at specified locations; however, placing the thermocouples with high spatial accuracy is difficult. In addition, inconsistencies between tissue samples (fascia, fat content, surface texture, freshness) can cause differences in thermal conductivity and lesion discoloration, which may affect measurements. More importantly, firmness and elasticity of the tissue vary, resulting in inconsistent electrode contact surface area, affecting current density and electrode cooling. The difficulty in achieving reliable and reproducible data from in vitro and in vivo experiments substantiates the need for computational modeling.
Computational model results for lesion depth (see Fig. 5 ) are consistent with previous work by Panescu et al., which has shown that lesion discoloration (as measured in vitro) is well matched by tissue temperature of 60
• C whereas lesion depth according to tissue viability is well matched by tissue temperature of 50
• C. 13 Zheng et al. demonstrated that the creation of contiguous lesions is challenging for multielectrode catheters delivering unipolar RF current, but by phasing the RF current (delivering both unipolar and bipolar current simultaneously), long lesions of consistent depth can be created. 18 The lowest temperature isosurface in Figure 6 is at 50
• C, which is clearly seen to extend to the symmetry planes, confirming the contiguity of the lesion. This observation can be made for all modes of power delivery. Our results show that lesions of significant depth were generated without approaching electrode-tissue interface temperatures of 100
• C, which may lead to coagulum formation, steam pops, char, and/or an impedance rise, preventing efficient energy delivery. 19 It has been suggested that specific complications associated with RF ablation, including esophageal fistula and PV stenosis, may be a result of energy titration and the extension of thermal damage. 20, 21 Therefore, there is a need to control energy delivery to create transmural contiguous lesions without excessive power and depth, thereby limiting peripheral thermal damage to nontargeted tissues. Zheng et al. showed that phasing allows lesion depth and thermal injury to be varied significantly by changing the phase angle (effectively changing the ratio of bipolar/unipolar energy). 18 Our results show that as the proportion of unipolar energy increases, lesion depth increases, a trend predicted by the computational model and observed in vitro. These findings are consistent with in vivo data reported for this system by Wijffels et al. 22 Thus, with this system, the desired lesion depth might be selected by energy mode (unipolar, 1:1, 2:1, 4:1, or bipolar) according to anatomical location, potentially reducing peripheral damage in areas of sensitive anatomy.
In addition to being phased, the energy delivered by the ablation system we study is temperature-controlled and duty-cycled. In temperature-controlled ablation systems, power LAU, ET AL. output is regulated to maintain the electrodetissue interface temperature at a specified target temperature, typically between 60
• C and 75
• C. 23, 24 Erdogan et al. demonstrated that to maximize the power output without overheating, RF energy can be duty-cycled, thereby allowing better electrode cooling and enabling more RF energy to be delivered, resulting in larger lesions than continuous RF energy. 25 Electrode design also has an effect on electrode cooling. To increase and optimize convective cooling, the electrodes of the MAAC catheter are designed with fins that protrude into the blood flow.
Our results show that MAAC device and GENius RF Generator are capable of creating contiguous lesions with a lesion depth that can be controlled by adjusting the ratio of bipolar to unipolar energy. Is it notable that the temperature distribution is relatively uniform and shows no signs of a significant edge effect, which has been observed with longer electrodes. 26 We hypothesize that the small electrode size allows the centrally located thermocouple to more effectively monitor the temperature across the entire electrode-tissue interface, suggesting an advantage of multiablation electrode catheters over single large ablation electrode catheters.
This validated model will allow for exploration of changing design parameters and clinical conditions expeditiously. Parameters of interest for optimization include the duration of ablation, target temperature, electrode spacing, electrode size/shape/material, and catheter properties. Additional levels of sophistication to the model may further improve the correlation of results between the FEA simulation and in vitro experiments. Some areas of interest for future development may be modeling the temperature-dependent thermal material properties, a more sophisticated software controller incorporating the duty cycle, more accurate RF delivery for mixed modes (1:1, 2:1, 4:1), and the possibility of using a coupled fluid flow-thermal-electrical formulation.
Conclusions
A computational model for a unique multielectrode RF cardiac ablation system has been presented. The finite element model implements a novel solution for simultaneous bipolar and unipolar RF energy delivery, as well as incremental improvements (integrated software controller, and accuracy control in space and time) to previous modeling work. The model is validated with tissue temperature and lesion depth measurements from controlled in vitro ablations, and is found to be in close agreement with the experimental data. Both the in vitro and finite element model results demonstrate that lesion depth decreases as the bipolar-to-unipolar ratio increases, suggesting a potential clinical application to control lesion depth with higher fidelity than is currently available. The computational model can now allow the effect of various clinical conditions, which may be impractical to recreate on the bench-top, to be studied. In addition, the model can serve to provide support for proposed design improvements to the catheter and/or energy delivery.
